Accurate determination of the nutritional status of newborns is a major public health problem because under-nutrition increases the risk of immediate mortality and impacts on growth and cognitive development[@b1]. [A]{.smallcaps}ccording to the World Health Organization (WHO), 44% of all under-five child deaths every year are neonates in their first 28 days of life, with most of these deaths occurring in the first week of life and the greatest incidence of these occurring in low-middle income settings[@b2]. Accurate assessment of body composition is vital as early identification of under and over nutrition in neonates and children and can guide interventions for nutritional management for clinicians and health-care workers[@b3]. Conventional approaches for recognising under-nutrition include the use of population-based percentiles (\<10^th^, 5^th^, or 3^rd^ percentiles), which rely on weight for gestational age and sex[@b4]. An alternative to the weight percentiles is to measure body composition.

A variety of methods are available to assess body composition in neonates and children. One high-cost technique uses the PEA POD system, a method based on air displacement plethysmography (ADP). The ADP technique (PEA POD; COSMED, Concord, CA) is often considered the criterion method for determining body composition and is accurate, safe, and noninvasive[@b5]. Carberry *et al*. showed that under-nutrition and risk of neonatal morbidity are more closely associated with body fat percentage (BF%) measured using ADP rather than the conventional birth weight percentiles[@b4]. Another high cost and highly accurate technique is dual-energy X-ray (DEXA), however its use is limited to one scan per year as it uses low dose ionising radiation[@b6]. Deuterium dilution for the measurement of total body water may be an ideal method for newborns as it involves less compliance, but requires trained staff for accurate dose delivery and sample collection, and carries a risk of delay due to time requirements for sample processing. Other techniques such as hydrostatic underwater weighing are unsuitable for newborns while less expensive techniques such as a skinfold thickness measurements require a high degree of training and can be inaccurate with poor predictive value due to incorrect lifting of the skin fold during the measurement, especially in lean newborns[@b7]. In this light, there is an urgent need for low cost and portable devices to assess body composition and nutrition as a point of care tool.

A relatively new technique for measuring body fat levels in neonates and children uses the near-infrared (NIR) interactance method. The NIR interactance method studies the response of light at specific wavelengths to variations in thickness of the subcutaneous fat layer. The principle is based on light interaction with the various tissue types including the skin, muscle, bone and fat. Depending on the wavelength and optical properties of each tissue, the light is absorbed or reflected by different magnitudes before being captured by a photo-detector[@b8]. NIR is considered safe, rapid and noninvasive if the power of the incident light is low enough not to heat the skin. This method can also be made mobile and affordable, where a NIR device can be directly connected and easily monitored via portable computing devices. However, the NIR method is limited by its sensitivity to hydration and skin color[@b8][@b9]. NIR body fat has been studied extensively in the adult population[@b8][@b10][@b11][@b12], but there is limited research on its use in neonates and young children[@b13]. Studies have found that healthy neonates and adults possess different skin structures including thickness of skin layers, size of cells and size of fibres, where the parameters are smaller in neonates[@b14][@b15][@b16]. Neonatal skin appeared to be more hydrated than adult skin under an electron micrograph[@b14][@b16] and, in general, water content in newborns was higher than in adults at 81% compared to 73%[@b17].

Previously, we found that NIR measurements taken on the newborn's thigh combined with weight and length data can provide a reasonable estimate for BF%[@b18]. The device was based on inexpensive LEDs and photodiodes. In this paper we consider a reflectance NIR measurement system having two different configurations: with and without a cosine corrector device connected at the collecting side of the probe. The cosine corrector acts as an optical diffuser that allows light to be collected from a wider range of angles compared with capturing the light using an uncorrected sub-miniature A-type (SMA) fibre cable.

We have developed a statistical model to estimate BF% in newborns from NIR reflectance measurements based on BF% from ADP measurements. As hydration is the major concern affecting NIR measurements in newborns, we exploit the NIR spectral absorption peaks of fat and water. Our model utilises three different ratios using five different wavelengths and an additional sex parameter. Our aim is to develop the best model for NIR measurement based on the ADP measurements, not to compare the two measurement methods at this stage.

Methods
=======

Data Collection
---------------

The NIR measurements were taken at the tertiary referral hospital, Royal Prince Alfred Hospital (RPAH), Sydney between September 2014 and December 2014 on newborn of various ethnic backgrounds. Maternal conditions during pregnancy, birth details and maternal and paternal demographics including ethnicity, age, height, weight, date of birth, and education background were recorded. The measurements of all subjects were conducted in duplicate or triplicate on the skin surface of both anterior and medial thighs. The thigh was chosen as the measurement site because it is a convenient location that is accessible while breastfeeding. All devices were tested for medical safety by the RPAH Biomedical Engineering department and were found to meet IEC60601 medical safety regulations.

Measurement Set up
------------------

A schematic of the NIR measurement setup is illustrated in [Fig. 1](#f1){ref-type="fig"}. The cosine corrector device is shown with a dotted line to indicate that it may or may not be included in the measurement process. A tungsten halogen light (Mikropack HL-2000-FHSA, 6.7 mW, 360 nm to 2400 nm range) was connected to a 3D-printed fibres holder via a SMA fibre (Thorlabs, M28L01, ∅400 μm, 0.39 *NA*). The holder was designed with two holes positioned at −45° and +45° angles to the normal surface to locate the transmitter and receptor fibres respectively. At the receptor side, another SMA fibre (Thorlabs, M14L01, ∅50 μm, 0.22 *NA*) was used to optically connect the holder to a spectrometer (Ocean Optics QEPRO-FL, 350 nm to 1100 nm range, SNR 1000:1) and then the response signal was recorded for 20s with OceanView 1.4 software (Ocean Optics). The measurement was repeated on different subjects with a cosine corrector (Thorlabs CCSA1, ∅4 mm) coupled between the holder and the SMA fibre receptor.

BF% and weight were recorded by the PEA POD ADP measurement system. The BF% was determined by placing the naked newborn inside a closed chamber and air displacement was measured using pressure and volume changes. Body density was calculated from measured body mass and the calculated body volume[@b19]. Gestational age and length were obtained from the PEA POD database for data analysis.

Diffuse Reflectance Model
-------------------------

A simplified diffuse reflectance model of a layered medium, *R*(*x*, *y*) from the Radiative Transfer Equation (RTE) with a corrected diffuse approximation (CDA) was defined[@b20]:

where *NA* is defined as the numerical aperture of the detector used that is aligned normally to the boundary plane at *z* = 0, the *t*(*γ*) is the Fresnel transmission coefficient due to the refractive index mismatch at the boundary, and the quantity *I'* relates to *I* as:

where *I*(*γ*, *φ*, *x*, *y*, *z*) is the radiance over the range of angles (*γ* = cosine *ϑ*, and *φ*) exiting the skin collected by the detector at positions indicated by the vector *\<x*, *y*, *z\>*. The angle *ϑ* is the elevation angle with respect to the *z-axis* in spherical coordinates, while *φ* is the azimuthal angle of the position vector. Note that the range of −*π* \< *φ* *\<* *π* is due to the assumption of uniform scattering. The *I*(*γ*, *φ*, *x*, *y*, *z*) depends on the optical properties: the absorption coefficient as function of absorption length, *μ*~*a*~ (*l*~*a*~), the scattering coefficient as function of scattering length, *μ*~*s*~ (*l*~*s*~), and the anisotropy, *g.* In detail these are given by:

where *β* = *1/w*(*μ*~*s*~), *α* = *μ*~*a*~/*μ*~*s*~, *k*~*1*~ = *1/3μ*~*s*~(*1* − *g*). The *w* is the beam width, the *ϕ* (*x*, *y*, *z*) is the solution of the boundary value that can be solved either by Laplace's equation or the diffusion equation. Meanwhile, the *f*(*x*, *y*) is the incident beam profile, which is set as Gaussian beam, and *H*~*n*~ (*n* = *1*, *2*, *3*) denotes a half space Green's function[@b20]. Whilst the *t*(*γ*) from [equation (1)](#eq1){ref-type="disp-formula"} is given by:

where *n*~*1*~ and *n*~*2*~ are the refractive indices of the ambient material and skin respectively, *θ*~*1*~ is the transmission angle of the light source and *θ*~*2*~ is the reflected angle of the light from the skin. The *NA* from [equation (1)](#eq1){ref-type="disp-formula"} is given by:

where *n*~*i*~ denotes the refractive index of material outside the fibre, which in our case is the air (*n* = 1), and *σ* donates maximum half acceptance angle of the fibre or cosine corrector. The *NA* of the used cosine corrector is 1.0 compared to 0.22 of the SMA fibre as stated in section 2.2, which result in acceptance angles from 0° to 180° and from 77.3° to 102.7° for the cosine corrector and the SMA fibre cable respectively.

Statistical Model Development
-----------------------------

In previous NIR studies, the absorbance (A) ratio at two different wavelengths, *A*(*λ*~*1*~)/*A*(*λ*~*2*~) was derived by K. Norris *et al*. in order to remove and normalise the baseline offset[@b21]. The idea of a ratio at two different wavelengths was used in developing our statistical model. To reduce the influence of water absorption, our preference was given to select ratios that were based on wavelengths highly influenced by fat and water[@b9][@b22][@b23]. [Figure 2](#f2){ref-type="fig"} shows the scattering spectrum of the subcutaneous fat layer, absorption spectrum of pure fat, absorption spectrum of melanin, absorption spectrum of pure water and also calculated absorption spectrum of subcutaneous fat layer following the Meglinski's equation model. From [Fig. 2](#f2){ref-type="fig"}, the dominant effect of water can be observed between 850 nm and 1050 nm. The spectral curve of the subcutaneous fat layer imitates the curve of pure water even though the peak of pure fat is clearly at 930 nm. This is due to the water content in the subcutaneous fat layer[@b9]. Scattering has a high influence in the subcutaneous fat layer (in [Fig. 2](#f2){ref-type="fig"}), but the unidentified fat and water constituents over the spectrum make them difficult to separate.

We planned to use more than two wavelengths that were highly influenced by fat and water to counter the effect of melanin in the epidermal layer[@b9], shown in [Fig. 2](#f2){ref-type="fig"}. As a consequence of the high absorption possessed by the melanin spectrum, we only selected subjects from the white skin category in developing our statistical model due to very low number of subjects from the other skin categories.

We used Matlab software (Version R2012b; Mathworks Incorporated, Natick, Massachusetts), SPSS (Version 22), Microsoft Excel (Version 2013) and R (Version 3.3.1) to perform the statistical analysis. Linear piecewise interpolation was first applied on the spectrometer readings to determine the reflection in 10 nm intervals within the range of 850 nm to 1100 nm. The model development process involved evaluating all possible ratios of these readings to determine key combinations of wavelengths that exhibited the highest correlation with BF% measured by ADP. A maximum of three sets of ratios and sex were used as input variables for an ordinary least-squares linear regression model, with NIR BF% as the target variable and BF% from ADP as a reference. Model performance was evaluated on the basis of coefficients between the predicted and actual values (significant level of 0.05, two-tailed test). The prediction of BF% by NIR was evaluated against ADP BF% from regression lines. The distribution of the data was tested using a Shapiro-Wilk test to ensure that the differences were normally distributed (Gaussian). Residuals were also plotted to compare variability of the developed model over the range of ADP measurements.

Ethics
------

This study was approved by the Human Research Ethics Committee of the Royal Prince Alfred Hospital, Sydney, Australia and all experimental methods were carried out in accordance with relevant guidelines and regulations (Protocol No.; X14-118, HREC/09/RPAH/645). Informed and written consent was obtained from the parents of the newborns.

Results
=======

Sixty subjects were first measured using ADP. They were then split into two cohorts: Cohort 1 was measured using the NIR device with a cosine corrector fitted (the first 30 subjects) and Cohort 2 was measured without a cosine corrector (the next 30 subjects). To mitigate the risk of excessive movement, the newborns were measured while sleeping, immediately after a feed or during feeding. [Figure 3(a,b)](#f3){ref-type="fig"} show NIR reflection spectra obtained from NIR measurements with using the cosine corrector and without using the cosine corrector respectively both for the anterior and medial thighs of two subjects. The subject selection was based on those having the highest and the lowest BF% from the ADP measurements. At this level of detail there appeared to be baseline offsets of the spectra that supported the implementation of ratios at two different wavelengths in the developed model.

[Table 1](#t1){ref-type="table"} shows the characteristics of the neonates studied (total n = 60: n = 30 for each cohort). The development of the model in this study only considered white skin subjects (total n = 52: n = 26 for each cohort) due to the high influence of melanin over NIR spectra. The data for dark skin subjects could not be meaningfully modeled due to low numbers (total n = 8: n = 4 for each cohort). We found significant correlation between NIR absorption using the cosine corrector and ADP for both anterior and medial thighs of white skin subjects (correlation coefficient, R = 0.877 and R = 0.839 respectively) as shown in [Table 2](#t2){ref-type="table"}. Root Mean Squared Error (RMSE) and *p*-values of Cohort 1 (white skin subset) of both sites are generally lower than those of Cohort 2. This is attributed to the greater light detection obtained using the cosine corrector.

The residual plots shown in [Fig. 4](#f4){ref-type="fig"} with and without the cosine corrector for both anterior and medial thighs of white skin subjects are evenly and are randomly dispersed throughout the x-axis (fitted value), which indicates that the assumptions of linearity and homoscedasticity are valid. The Shapiro-Wilk test also shows that the data sets follow a normal distribution.

The model based on white skin subjects utilised three different reflection ratios at five different wavelengths and a parameter of sex as:

where BF% is the body fat percentage measured using ADP, *r*~*1*~ is the ratio of 890 nm/1020 nm, *r*~*2*~ is the ratio of 920 nm/1010 nm, *r*~*3*~ is the ratio of 1010 nm/900 nm, and *G* is the sex which is assigned the value of 1 for male and 0 for female. *A*~*1*~, *A*~*2*~, *A*~*3*~, *A*~*4*~, and *A*~*5*~ indicate the constant coefficients of the respective parameter. The values of these constant coefficients were obtained following a statistical model and are shown in [Table 3](#t3){ref-type="table"}.

Illustrated in [Table 4](#t4){ref-type="table"} are the mean and standard deviation of the NIR BF% obtained from [equation (6)](#eq6){ref-type="disp-formula"} and the ADP BF% of the two cohorts for the anterior and medial thighs of white skin subjects. Notice that the mean value for ADP BF% and NIR BF% are completely in agreement. The variability of the measurements is less for NIR (2.83%) than ADP (3.62%). The residual plots show a dissimilarity of variability between cohorts, where the residual of the NIR with the cosine corrector ([Fig. 4(a,b)](#f4){ref-type="fig"} for anterior and medial thighs respectively) was lower than the NIR without using the cosine corrector ([Fig. 4(c,d)](#f4){ref-type="fig"} for anterior and medial thighs respectively) demonstrating less variability with the cosine corrector.

The regression lines of the NIR model BF% against the ADP BF% show that the NIR model over-estimates BF% for lean neonates, with the cosine corrector ([Fig. 5(a,b)](#f5){ref-type="fig"}) reducing the over-estimation of BF% compared to the model without the cosine corrector ([Fig. 5(c,d)](#f5){ref-type="fig"}).

Melanin or skin colour has been found to influence NIR measurements on skin[@b9]. We extended our analysis to include all subjects of both cohorts (n = 60: n = 30 for each cohort) for anterior and medial thighs using our developed NIR BF% model. The effect of including the mixed skin colours in the analysis is reflected in the statistical results in [Table 5](#t5){ref-type="table"}, which shows reduced correlation values and higher RMSE and *p*-values than those presented in [Table 4](#t4){ref-type="table"}. Nevertheless, the statistical results in [Table 5](#t5){ref-type="table"} (mixed skin colour) are consistent with the results in [Table 4](#t4){ref-type="table"} (white skin colour only) in showing that NIR using the cosine corrector was always better than NIR without using the cosine corrector.

As the choice of using three different wavelength ratios was somewhat arbitrary, we show the effects on R using between one and five ratios in our NIR BF% model for white skin colour subjects in [Table 6](#t6){ref-type="table"} (n = 26 of cohort 1 for both anterior and medial thighs). The selection of wavelengths was still referred to absorption peaks of water and fat. The increases of R which resulted from increasing the number of wavelength ratios used agrees with a study of breast imaging by Lo *et al*., which they found that adding more wavelengths up to eight improved extraction errors[@b24]. Although the R continues to increase with the number of wavelength ratios used, the increase is leveling off and the inclusion of these additional wavelengths would involve more cost in the final device which is intended for use with discrete diodes for low cost. We included the subject length parameter in [Table 6](#t6){ref-type="table"}, row 5 for comparison with other independent ratios of NIR where it can be seen that it provides at least as much information as two additional ratios or three additional wavelengths.

Discussion
==========

To our knowledge, this is the first study developing NIR BF% for neonates using BF% from a gold standard body composition ADP technique to develop models. Our findings showed that NIR configuration with the cosine corrector resulted in the highest correlation and the lowest residual. We found that the NIR measurements after adding the cosine corrector showed higher correlation between NIR BF% and ADP BF% (R = 0.877 and R = 0.839 for anterior and medial thighs respectively on white skin subjects). The NIR using the cosine corrector also showed the lowest residuals with the ADP BF% indicating the ability to fit an improved model. The improvement offered by the cosine corrector in the NIR body fat measurement demonstrates the importance of appropriate equipment and device selection in NIR configurations. This was in agreement with a study by Hwang *et al*., in which they used varied types of LEDs with different view angles (lamp at 20° over miniature chip at 120°) in NIR phantom experiments resulting in higher sensitivity by the miniature chip[@b25].

Anthropometric parameters (e.g.; length and weight) and age were not included in our developed model as these measurements are often unknown or inaccurate in low resource settings. Our objective was to determine whether this NIR technique could be used independently for easy point of care measurement of nutritional status. Our developed model however depended on an additional parameter, sex, because this factor influences BF% at birth[@b26]. Nevertheless, the sex parameter is always accessible and does not need any equipment. Measurement of length has been used as one of the primary indicators of foetal, neonatal and child nutrition[@b27]. However, length measurements are often problematic due to inter- and intra-observer variability unless appropriate equipment including an appropriate length board with extensive training are used[@b27]. The Futrex device requires anthropometric parameters of age, weight, height and level of exercise in their developed model[@b28]. Those parameters may often be inaccessible or unreliable, especially in a low-income setting.

Past NIR subcutaneous fat studies using simulations and phantom measurement methods have found that light reflection increases logarithmically with the thickness of the fat layer[@b25][@b29]. The logarithmic relationship can be attributed to the high influence of fat on light scattering. As the thickness of fat increases, more light is scattered back to the ambient surface until at a critical thickness, the point where the light is saturated and there is no increase in backscattered light with any further increases of the thickness of fat. This critical thickness constrains the NIR method to the lower subcutaneous fat thicknesses associated with undernutrition in neonates and children. For example the subcutaneous fat layer beneath the thigh skin of low birth weight and normal full term neonates were found to be 1.7 mm to 3.0 mm and 3.0 mm to 5.0 mm respectively[@b12]. To our knowledge, there have been no specific studies to determine NIR maximum thickness detection, which might rely on the type of NIR devices used and acceptance power source emitted[@b25].

The strengths of our study include that this was the first development of NIR BF% models using BF% from ADP as a reference in a newborn population in order to look at the potential of direct and low cost LED-based NIR device being comparable to the gold standard ADP in screening undernutrition and morbidity in newborns. NIR commercial devices, such as Futrex have only targeted on children above 5 years to adult populations[@b30][@b31][@b32]. Since this study was only conducted in newborns, other populations across infancy (newborn up to 2 years) with higher number of subjects, different skin colours and environments (temperatures) need to be investigated in order to establish the developed model and to formally test levels of agreement on a different dataset than that used to develop the models. Testing for agreement with several other gold standard body composition techniques using new NIR dataset is also essential to ensure the robustness of the NIR BF% model. For implementation, five LEDs could be allocated around a low-cost cosine corrector that couples to a wavelength-range detector and filters.

In conclusion, we have developed a NIR-based BF% model using gold standard ADP measurements. The developed NIR BF% models have utilised three ratios at five different wavelengths with the introduced cosine corrector to determine newborn body composition. The results showed significant correlation and agreement with ADP. We have shown that our device may have the potential to identify undernourished newborns who are at significant risk of associated morbidity such as hypothermia, hypoglycaemia and mortality in settings where a gold standard device would not normally be available. This is particularly useful for low resource settings where equipment to screen for hypoglycemia (glucometers, blood glucose analysis) and hypothermia (low reading thermometers) are limited or lacking. In such settings, a point of care, accurate, robust and low-cost device is needed to distinguish between the pathologically versus constitutionally small for gestational age neonates. The future plan is to test the device in a randomised controlled trial measuring relevant health outcomes.
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![Near-infrared reflection from the anterior and medial thighs of the highest and lowest BF% of two subjects in each cohort (**a**) with cosine corrector, (**b**) without cosine corrector.](srep36052-f3){#f3}

![Residual plots of NIR BF% and ADP BF% with white skin subjects (total n = 52: n = 26 for each cohort).\
Plot (**a**) NIR with cosine corrector on anterior thigh, (**b**) NIR with cosine corrector on medial thigh, (**c**) NIR without cosine corrector on anterior thigh while (**d**) NIR without cosine corrector on medial thigh.](srep36052-f4){#f4}

![Linear regression lines of NIR BF% and ADP BF% with white skin subjects (total n = 52: n = 26 for each cohort).\
Plot (**a**) NIR with cosine corrector on anterior thigh, **(b**) NIR with cosine corrector on medial thigh, (**c**) NIR without cosine corrector on anterior thigh while (**d**) NIR without cosine corrector on medial thigh.](srep36052-f5){#f5}

###### Characteristics of 60 subjects studied.

                                       White Skin[\*](#t1-fn1){ref-type="fn"}    Dark Skin[\*](#t1-fn1){ref-type="fn"}   Total     Sex      Body Fat % (Mean ± SD)   Gestational Age *Weeks* (Mean ± SD)   Weight *Kg* (Mean ± SD)   Length *cm* (Mean ± SD)
  ----------------------------------- ----------------------------------------- --------------------------------------- ------- ---------- ------------------------ ------------------------------------- ------------------------- -------------------------
  Cohort 1 With cosine corrector       26 (Caucasian-23 (88%)), Asian-3 (12%))            4 (Asian-4 (100%))              30     63% Male        10.10 ± 3.41                   39.28 ± 1.60                     3.23 ± 0.49              49.57 ± 3.18
  Cohort 2 Without cosine corrector    26 (Caucasian-16 (62%), Asian-10 (38%))   4 (Asian-3 (75%), Aboriginal-1(25%))     30     50% Male        11.13 ± 3.72                   39.47 ± 1.27                     3.31 ± 0.43              49.42 ± 2.19

^\*^Based on ethnicity information with skin colour recorded.

###### Results from statistical analysis of NIR absorption for anterior and medial thighs of white skin subjects (total n = 52: n = 26 for each cohort).

                                          Anterior thigh   Medial thigh                           
  -------------------------------------- ---------------- -------------- --------- ------- ------ ---------
  Cohort 1 (white skin subset, n = 26)        0.877            1.77       \<0.001   0.839   2.0    \<0.001
  Cohort 2 (white skin subset, n = 26)        0.519            3.38        0.143    0.519   3.38    0.143

###### Values of the constant coefficients used in equation (6).

                                   A~1~      A~2~     A~3~      A~4~    A~5~
  ------------------------------ --------- -------- --------- -------- -------
  Cohort 1 (white skin subset)                                         
   Anterior thigh                 −317.70   255.18   −83.25    193.38   −1.64
   Medial thigh                   −186.79   225.77   −141.47   115.04   −1.81
  Cohort 2 (white skin subset)                                         
   Anterior thigh                 −214.29   103.11    −0.64    128.45   2.26
   Medial thigh                   −225.26   111.74    1.27     127.77   −2.07

###### Mean and standard deviation of NIR BF% in [equation (6)](#eq6){ref-type="disp-formula"} and ADP BF% of two cohorts of white skin subjects (total n = 52: n = 26 for each cohort).

                                          ADP BF% (Mean ± SD) %   NIR BF% (Mean ± SD) %  
  -------------------------------------- ----------------------- ----------------------- ---------------
  Cohort 1 (white skin subset, n = 26)        10.44 ± 3.373           10.44 ± 2.832       10.44 ± 2.830
  Cohort 2 (white skin subset, n = 26)        11.26 ± 3.617           11.26 ± 1.875       11.26 ± 1.876

###### Results from statistical analysis of NIR absorption for anterior and medial thighs of all subjects (total n = 60: n = 30 for each cohort) with (Cohort 1) and without (Cohort 2) a cosine corrector.

                                     Anterior thigh   Medial thigh                           
  --------------------------------- ---------------- -------------- --------- ------- ------ ---------
  Cohort 1 (all subjects, n = 30)        0.820            2.10       \<0.001   0.719   2.53   \<0.001
  Cohort 2 (all subjects, n = 30)        0.363            3.74        0.45     0.420   3.64    0.28

###### BF% estimations, R and RMSE of less and more than three ratios.

  No.                        Cohort 1 -- With Cosine Corrector (n = 26)                       R/RMSE (Anterior thigh)   R/RMSE (Medial thigh)
  ----- ------------------------------------------------------------------------------------ ------------------------- -----------------------
  1                                    *BF%* = *r*~*1*~ + *G*                                       0.498/3.05               0.462/3.12
  2                              *BF%* = *r*~*1*~ + *r*~*2*~ + *G*                                  0.602/2.87               0.721/2.49
  3               *BF%* = *r*~*1*~ + *r*~*2*~ + *r*~*3*~ + *G* + ***r***~***4***~                   0.877/1.81               0.839/2.05
  4      *BF%* = *r*~*1*~ + *r*~*2*~ + *r*~*3*~ + *G* + ***r***~***4***~ + ***r***~***5***~         0.879/1.84               0.854/2.01
  5              *BF%* = *r*~***1***~ + *r*~***2***~ + *r*~***3***~ + *G* + ***L***                 0.891/1.71               0.867/1.88

Ratios of *r*~*1*~, *r*~*2*~, and *r*~*3*~ are the ratios in [equation (6)](#eq6){ref-type="disp-formula"} while added ratios of *r*~*4*~, and *r*~*5*~ are 930 nm/1050 nm, and 970 nm/930 nm respectively and *L* is length. Subjects are from white skin colour (n = 26 for Cohort 1).
